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1.  INTRODUCTION 
1.1  Micro-PIV  Background 

Particle  Image  Velocimetry  (PIV)  is  a  well-established  technique  for  measuring  velocity  fields  in 
macroscopic  fluid  systems.1  Since  its  inception  in  1997,  micro-PIV  has  been  used  to  measure  fluid 
motion  in  microchannels,  electrokinetic  pumps,  micro  capillary  electrophoretic  devices,  inkjets,  etc. 
The  out-of-plane  resolution  of  micro-PIV  is  limited  to  ~2  pm,  determined  by  the  depth  of  field  of  the 
objective  lens  of  the  imaging  system.  Although  nano-PIV  may  use  similar  recording  optics,  the  depth 
of  the  evanescent  field  is  the  most  significant  factor  determining  the  thickness  of  the  interrogation 
region2.  Evanescent  illumination  can  be  limited  to  a  region  with  an  out-of-plane  dimension  of  -200 
nm.3  In  the  Rayleigh  regime,  it  is  difficult  to  image  discrete  particles  using  elastic  scattering 
techniques.  However,  inelastic  scattering  techniques,  such  as  fluorescence,  can  be  used  to  image  sub¬ 
micron  particles  and  immobilized  nano-particles.8, 4 

The  first  successful  micron  resolution  PIV  experiment  was  reported  in  1998  by  Santiago  et  al.5  That 
experimental  setup  is  well-suited  for  situations  where  micron  resolution  and  low-light  levels  are 
required,  such  as  investigating  flows  around  living  microorganisms,  sensitive  macromolecules,  or 
living  cells.  The  minimum  exposure  time  of  the  CCD  camera  required  to  record  particle  images  is  on 
the  order  of  several  milliseconds,  and  the  time  delay  between  image  exposures  is  on  the  order  of  tens 
of  milliseconds.  The  required  exposure  time  and  interval  between  exposures  limits  this  PIV  system  to 
relatively  low  velocities. 


Spanwise 
Position  (pm) 


Figure  1.  Micron-resolution  particle  image  velocimetry  measurement  of  flow  through  a  30  x  300  pm 
channel.  The  resolution  of  the  velocity  vectors  is  13.8  x  0.9  x  1.8  pm  in  the  streamwise,  wall-normal, 
and  spanwise  directions,  respectively.  The  velocity  vectors  approach  zero  near  the  wall,  suggesting 
that  the  no-slip  boundary  condition  is  accurate  for  hydrophilic  surfaces.6 


In  order  to  establish  the  accuracy  of  the  micro-PIV  technique,  the  velocity  field  shown  in  Fig.  1  was 
averaged  in  the  streamwise  direction  to  obtain  an  average  velocity  profile.  This  result  was  compared 
to  the  known  analytical  solution  for  velocity  in  a  rectangular  channel,  and  shown  in  Fig.  2.  Here,  the 
solid  line  is  the  analytical  solution,  and  the  symbols  are  the  experimental  micro-PIV  data.  The  data 
agree  with  the  analytical  solution  within  about  2%.  Therefore,  we  have  confidence  that  the 
measurements  are  accurate.  Figure  4  shows  the  velocity  profile  inside  the  microchannel  for 
hydrophilic  and  hydrophobic  boundary  conditions.  The  results  indicate  that  when  the  microchannel 
surface  is  hydrophobic,  a  slip  boundaiy  condition  is  present.6 
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Figure  2.  Ensemble-averaged  velocity  profile 
measured  in  a  nominally  30  pm  x  300  pm 
channel.  The  symbols  represent  streamwise- 
averaged  PIV  data,  and  the  line  is  the  analytical 
solution  for  Newtonian  flow  through  a 
rectangular  channel. 7 


Velocity  profiles 


Figure  3.  Velocity  profiles  for  flow  over 
hydrophilic  (square)  and  hydrophobic  (triangle) 
microchannel  surfaces.  The  velocity  profiles  are 
normalized  to  the  free-stream  velocity.6 


1.2  Evanescent  Wave  Illumination 

The  in-plane  spatial  resolution  limit  of  micro-PIV  is  typically  of  order  one  micron,  with  an 
overlapping  vector  spacing  of  -450  nm.8  In  the  landmark  paper  by  Zettner,  et  al.  an  evanescent  field 
was  used  to  illuminate  a  -200  nm  region  near  a  microchannel  wall.2  This  increased  the  maximum 
spatial  resolution  in  the  out-of-plane  direction  by  nearly  an  order  of  magnitude  while  decreasing  the 
in-plane  spatial  resolution  by  an  order  of  magnitude.  Even  though  the  out  of  plane  dimension  is 
typically  on  the  order  of  100’s  of  nanometers,  the  in-plane  area  of  the  interrogation  region  is  typically 
on  the  order  10’s  to  100’s  of  microns.  Therefore,  the  averaging  volume  required  to  obtain  a  valid 
velocity  measurement  using  evanescent  illumination  is  similar  to  or  larger  than  the  averaging  volume 
reported  in  volume-illuminate  micro-PIV  literature.8  Even  though  the  measurement  volumes  of 
evanescent  illumination  are  similar  to  or  larger  than  volume-illuminate  micro-PIV,  the  evanescent 
illumination  technique  is  denoted  in  the  literature  as  nano-PIV.  In  order  to  minimize  confusion  and 
maintain  consistency,  we  refer  to  all  PIV  techniques  with  spatial  resolutions  of  1  micron  or  less  as 
micro-PIV. 

1.3  Quantum  Dots  as  Flow-Tracing  Particles 
Details  of  QD’s  -  Physical  Mechanism 

Nanocrystals  with  remarkable  optical  properties  were  developed  by  two  different  research  groups  in 
the  early  1980’s.9,  10,  11  These  groups  were  able  to  create  nanocrystal  semiconductor  materials 
capable  of  fluorescing  at  distinct  visible  wavelengths,  depending  upon  the  particle  size.  Their 
research  laid  the  foundation  for  understanding  the  quantum  confinement  effect.12  This  effect  occurs 
when  a  material/particle  is  of  a  dimension  smaller  than  the  Bohr  radius  of  the  electron-hole  pair  it 
harbors.  The  energy  required  to  confine  the  hole-pair  is  apparently  the  source  of  the  large  band  gap.13 
The  quantum  dots  used  in  these  experiments  have  a  core  of  cadmium  selenide  (CdSe)  An  inorganic 
passivating  coating  of  zinc  sulfide  (ZnS)  adds  to  their  solubility  in  water.1'’  An  additional  polymer 
shell  allows  bio-conjugation  to  a  variety  of  molecules,  such  as  biotin. 

Because  QDs  are  -10  nm  in  diameter,  they  exhibit  significant  Brownian  motion,  which  can  create 
significant  noise  in  the  velocity  signal.  Pouyal  et  al.  recently  demonstrated  that  individual  QDs  could 
be  used  as  flow-tracing  particles  with  evanescent  illumination.  As  expected,  the  error  due  to 
Brownian  motion  was  approximately  57%  full  scale.15 
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1.4  Error  due  to  Brownian  Motion 


Errors  resulting  from  Brownian  motion  strongly  depend  upon  the  characteristic  velocity  of  the  fluid 
and  the  size  of  the  flow-tracing  particle.  As  the  spatial  resolution  of  PIV  systems  approach  the  — 100 
nanometer  range,  the  size  of  the  flow-tracing  particles  must  decrease  to  the  10  -  100  nm  diameter 
range.  The  small  particle  size  can  create  significant  stochastic  noise  in  the  underlying  velocity  signal, 
due  to  Brownian  motion.  Therefore,  in  order  to  achieve  nanometer  resolution  PIV,  it  is  important  to 
develop  seed  particles  small  enough  to  achieve  the  desired  spatial  resolution  and  follow  the  flow 
faithfully,  yet  large  enough  to  dampen  Brownian  motion  and  be  visible.  (See  Fig.  4) 

The  Stokes-Einstein  equation  can  be  used  to  estimate  the  diffusion  coefficient  for  a  spherical  particle 
in  a  Newtonian  fluid 


Z)  = 


iTtjudp  * 


(1) 


where  D  is  the  Brownian  diffusion  coefficient,  kB  is  Boltzmann’s  constant,  and  T  is  the  absolute  fluid 
temperature,  p  is  the  dynamic  viscosity  of  the  working  fluid,  and  dp  is  the  seed  particle  diameter. 
Santiago  et  al.5  gave  a  first  order  estimate  of  the  error  due  to  Brownian  motion  relative  to  the 
displacement  in  the  ^-direction,  eB. 


(sY2  i  p 

Ax  u  V  At 


(2) 


where  s2  is  the  random  mean  square  particle  displacement  associated  with  Brownian  motion.  Ax  is  the 
characteristic  particle  displacement,  u  is  the  characteristic  velocity  of  the  fluid,  and  At  is  the  time 
interval  between  images.  Equations  (1)  &  (2)  show  the  inverse  relation  of  diffusion  to  particle  size 
and  the  viscosity  of  the  fluid. 


y 


Figure  4.  Illustration  showing  the  effect  of  particle  size  on  spatial  resolution.  Larger 
particles  cannot  adequately  resolve  fluid  motion.  With  quantum  dot-sized  particles 
random  (Brownian)  motion  will  cause  smearing  of  the  measured  velocity  field. 

In  practice,  the  error  due  to  Brownian  motion  places  a  lower  limit  on  particle  size.  The  Brownian 
error  is  lower  for  high  velocity  flows.  For  given  flow  conditions,  increasing  the  time  delay  between 
successive  images,  At,  can  also  reduce  the  Brownian  error.  However,  the  range  of  time  delay  is 
limited  by  the  desired  spatial  resolution  and  the  field  of  view  of  the  imaging  system. 


Nanex  LLC  Final  Report 


Page  4  of  14 


30  May,  2005 


Nanoscale  PIV 


FA9550-04-C-01 14 


2.  QUANTUM  NANOSPHERE™  DEVELOPMENT 

2.1  Motivation  for  Quantum  Nanospheres™  QNs 

There  are  many  factors  that  limit  spatial  resolution  of  micro-PIV  systems.1  One  of  these  factors  is,  of 
course,  the  size  of  the  flow-tracing  particle.  In  all  PIV  instruments,  the  underlying  spatial  resolution 
cannot  be  smaller  than  the  physical  size  of  the  flow-tracing  particles.  For  spatial  resolutions 
approaching  order  100  nm,  the  flow-tracing  particles  must  be  less  than  ~1 00  nm  in  diameter. 
Fluorescently-dyed  particles  1 00  nm  or  larger  can  be  imaged  readily  by  epi-fluorescent  microscopes.8 
However,  fluorescently-dyed  particles  smaller  than  —100  nm  are  not  easily  imaged  because  the 
fluorescent  dye  is  not  sufficiently  bright.  High  intensity  illumination  tends  to  photobleach  the 
fluorophores  and  therefore  degrades  the  fluorescent  particle  images.  Fluorophores  typically  have  a 
narrow  Stokes  shift  (~50  nm)  that  results  in  a  low  signal-to-noise  ratio.  Quantum  dots,  however,  have 
distinct  advantages  compared  to  particles  that  use  fluorescent  dyes:  (1)  the  quantum  efficiency  of  the 
QDs  is  significantly  higher  than  fluorophores,  (2)  they  do  not  photo-bleach,  (3)  they  have  a 
significant  Stokes  shift  (-250  nm)1617,  (4)  they  have  a  narrow  emission  spectra,  and  (5)  they  maintain 
their  fluorescent  properties  when  suspended  in  a  gas,  making  them  well-suited  for  gas-phase  micro- 
PIV. 

Initially,  individual  -10  nm  diameter  quantum  dots  (QDs)  were  considered  as  seed  particles  as  an 
alternative  to  fluorophores.  QDs  are  easily  imaged  with  standard  micro-PIV  instrumentation  when 
they  are  immobilized  on  a  glass  slide.  However,  there  are  three  main  reasons  individual  QDs  do  not 
make  suitable  seed  particles  for  micro-PIV.  1)  exposure  times  required  to  image  them  is  on  the  order 
of  milliseconds,  which  would  prevent  PIV  measurements  in  high-speed  streams.  2)  their  small  size 
makes  them  highly  susceptible  to  Brownian  motion,  creating  noise  in  the  velocity  signal.  3) 
individual  QDs  blink  on  and  off  intermittently  due  to  quantum  effects,  thereby  contributing  to  seed 
particle  dropout  and  reducing  the  velocity  signal. 

Quantum  Nanospheres™  (QNs)  were  developed  to  address  the  drawbacks  of  using  individual  QDs  as 
PIV  seed  particles.  QNs  are  created  by  attaching  a  number  of  QDs  to  polystyrene  beads  (see  Figs.  5 
&  6).  QDs  emit  a  strong  fluorescent  signal  with  a  wide  Stoke’s  shift,  in  the  range  of  100s  of 
nanometers.  The  combined  output  of  eighty  QDs  bound  to  a  single  polystyrene  bead  is  sufficient  to 
be  imaged  by  a  sensitive  CCD  camera.  In  addition,  a  60  nm  dia.  QN  has  six  times  less  Brownian 
motion  than  an  individual  10  nm  dia.  QD  and  provides  less  noise  in  the  resulting  velocity 
measurements.  In  addition,  the  QD  blinking  problem  is  eliminated  by  conjugation  of  tens  of  QDs 
onto  a  single  polystyrene  bead. 

2.2  Synthesizing  Quantum  Nanospheres™ 

We  synthesized  QNs  by  conjugating  10  nm  dia.  biotinylated  QDs  (Item  80-0204,  Quantum  Dot 
Corp.,  Hayward,  CA)  to  43±3  nm  dia.  polystyrene  beads  (PSBs)  activated  with  streptavidin  (Bangs 
Laboratories,  Fishers,  IN).  The  solution  containing  the  beads  was  titrated  into  the  QD  solution  over 
the  space  of-1  minute,  while  stirring.  Immediately  after  15  pi  of  free  biotin  solution  was  added  to 
quench  the  reactions  by  filling  any  remaining  streptavidin  binding  sites.  Figure  5  shows  a  depiction  of 
the  QN  conjugation  chemistry.  The  QDs  efficiently  absorb  UV/blue  light  at  X  —300-450  nm,  and 
emit  red  light  at  X  -  655  nm.  The  emission  and  absorption  spectra  for  these  QDs  are  shown  in  Fig.  7. 
Non-fluorescing  43±3nm  diameter  PS  beads  coated  with  NeutrAvidin ™  were  chosen  so  that  the 
resulting  QNs  would  be  approximately  60  nm  in  diameter.  This  size  is  confirmed  by  SEM  images  of 
the  QNs  (see  Fig.  6).  These  particles  are  small  enough  to  allow  for  high  spatial  resolution  and  large 
enough  to  sufficiently  dampen  Brownian  motion  while  capable  of  being  imaged  with  a  non- 
intensified  CCD  camera. 
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Figure  5.  Beads  coated  with  NeutrAvidin ™ 
were  titrated  into  a  solution  containing 
biotinylated  quantum  dots.  Free  biotin  was 
added  after  the  beads  were  coated  with  QDs  so 
remaining  NeutrAvidin ™  binding  sites  would  be 
filled. 


Figure  6.  Scanning  electron  microscope  (SEM) 
image  of  a  Quantum  Nanosphere ™  -  colorized  for 
contrast.  A  ~3  nm  layer  of  gold  was  deposited 
over  the  QN  to  carry  away  electrons  from  the  SEM 
probe.  Estimated  diameter  of  the  QD  is  65  nm 


The  concentrations  and  volumes  were  selected  [what  were  they  -  how  much  of  what?]  to  provide  an 
excess  of  QDs.  This  ensured  complete  and  rapid  coating  of  the  PS  beads  with  QDs.  Care  was  taken 
to  ensure  that  a  significant  portion  of  QNs  did  not  conjugate  to  each  other,  which  would  create 
clumps  of  QNs..  Samples  of  the  resulting  QN  solution  were  dried  on  slides  and  examined  for  particle 
size  and  consistency.  The  inset  in  Fig.  8  is  an  optical  image  of  QNs,  depicting  two  single  QNs  and  a 
co-joined  QN  with  twice  the  intensity  of  the  single  QN. 

The  SEM  image  in  Fig.  9  shows  bright  QNs  and  significantly  less  bright  QDs.  The  QNs  have  good 
contract  when  compared  to  the  background  and  are  are  uniform  in  size. 

There  is  room  for  approximately  eighty  10  nm  dia.  QDs  on  an  individual  43  nm  PSB,  assuming  the 
QDs  are  geometrically  close-packed.  The  QDs  and  PSBs  are  mixed  in  a  solution  with  approximately 
240  QDs  for  each  PSB.  The  factor  of  three-fold  oversupply  of  QDs  was  chosen  to  ensure  that  all  the 
PSBs  become  fully  coated  with  QDs  and  the  resulting  QNs  have  maximum  brightness  and  uniform 
properties. 

The  PSBs  were  successfully  coated  with  QDs  producing  QNs,  with  only  about  0.1%  of  them 
appearing  to  be  multi-bead  clusters.  Optically  imaged  at  60x  the  vast  majority  of  the  particles  in 
solution  appeared  to  be  individual  QNs  of  moderately  uniform  brightness.  Multi-bead  clusters 
appeared  brighter  than  single  beads  and  as  they  randomly  rotate  about  their  center  of  gravity  they  are 
readily  distinguishable  from  single-bead  QNs  (see  Fig.  8). 

The  solution  used  for  PIV  contained  both  QDs  and  QNs.  A  greater  signal-to-noise  ratio  could  be 
achieved  by  separating  the  free  QDs  from  the  solution.  When  the  solution  is  left  stagnant  for  several 
hours,  the  QNs  tend  to  cluster.  Therefore,  the  QN  solution  is  sonicated  before  each  use.  Figure  8  is 
an  image  of  QNs  in  a  solution  that  was  not  sonicated.  Fig.  9  shows  that  same  solution  after  it  was 
dried  on  a  glass  slide. 
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Figure  7.  Extinction/emission  plot  of  Qdot  conjugate  and  details  at  specific  wavelengths.  The  405 
nm  excitation  used  in  this  experiment  contrasts  well  with  the  excitation  expected  from  an  Nd.YAG 
laser  frequency-doubled  to  532  nm. 

In  optical  images,  the  QDs  and  QNs  are  diffraction  limited.18  Their  effective  particle  image  diameter 
was  approximately  the  diameter  of  the  point  spread  function  of  the  microscope  recording  optics.  As 
illustrated  in  the  inset  in  Fig.  5,  the  image  diameter  of  a  60  nm  QN  is  imaged  over  3  pixels.  When 
projected  back  into  the  flow,  the  effective  image  diameter  was  approximately  300  -  400  nm. 


Figure  8.  Opitcal  images  of  Quantum  Figure  9.  SEM  image  of  QNs  and  QDs 
Nanospheres™  (QNs)  and  quantum  dots  (QDs)  in  immobilized  on  a  glass  slide.  The  brighter  dots 
solution.  Particle  brightness  is  affected  by  particle  are  QNs  that  appear  to  be  uniform  in  size  and 
size  and  position  relative  to  the  image  plane  of  the  distribution.  Viewed  optically,  QDs  exhibit 
microscope.  Large  variation  in  brightness  shown  scintillation,  while  QNs  overcome  this 
indicates  co-joined  QNs.  drawback  by  incorporating  multiple  QDs. 
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2.3  Quantum  Nanospheres  as  Seed  Particles  -  MicroChannel  Flow  Experiments 

In  order  to  demonstrate  the  utility  of  QNs  as  PIV  seed  particles  for  ~  100  nm  spatial  resolution, 
micro-PIV  measurements  were  obtained  in  a  30  x  300  microchannel  (Wilmad  LabGlass,  Buena,  New 
Jersey).  The  microchannel  was  mounted  on  a  glass  slide  and  epoxied  to  tygon  tubing  (see  Figs.  10  & 
1 1).  The  micro-PIV  measurements  were  conducted  using  an  inverted  fluorescent  microscope  system 
(Nikon®  Eclipse  TE200,  Tokyo,  Japan).  A  schematic  of  the  experimental  apparatus  is  shown  in  Fig. 
12. 


Figure  10.  A  glass  flow  channel  mounted  on  Figure  11.  Waveguide  with  Tygon  tubing 
a  standard  microscope  slide  using  epoxy.  A  attached  is  illuminated  by  an  evanescent  field.  An 
shim  (black)  adjusts  the  height  of  the  channel  air  gap  was  required  between  the  lens  and 
to  minimize  bending  when  attaching  tubing.  waveguide,  as  an  oil  immersion  lens  interfered 

with  the  evanescent  field. 


A  35  mW  X  =  405  nm  CW  diode  laser  (Sanyo  #5146-351,  Photonic  Products,  Huntington  Beach, 
CA)  was  operated  in  pulse  mode.  A  8/  =  4  ms  duration  light  pulse  from  the  diode  laser  was  directed 
onto  the  microchannel  to  illuminate  the  QNs.  Fluorescent  light  from  the  QNs  was  collected  by  an  M= 
60,  NA  =  1.4  oil-immersion  lens.  The  filter  cube  consisted  of  a  475  nm  long-pass  dichroic  filter 
(475DCXRU,  Chroma  Corp,  Rockingham,  VT)  and  a  bandpass  emission  filter  with  a  center 
wavelength  of  655  nm  and  half-power  bandwidth  of  20  nm  (XF2203  and  XF3305,  Omega  Optical, 
Brattleboro,  VT),  Due  to  the  large  Stokes  shift  of  the  seed  particles  no  excitation  filter  was  required. 

The  particle-image  fields  were  captured  by  an  interline  transfer  1376  *  1024  pixel  x  12  bit  resolution 
CCD  camera  (Model  630047,  TSI,  Inc.,  St.  Paul,  MN)  capable  of  taking  two  images  within  a  time 
interval  as  short  as  200  ns..  The  image  recording  process  was  repeated  to  capture  the  particle  images 
after  a  At  =  40  ms  time  delay. 

The  working  fluid  was  DI  water  with  a  dilute  suspension  of  QNs  at  a  volume  fraction  of  0.00084%. 
1 800  pairs  of  image  fields  were  recorded  during  each  experimental  run.  The  high  number  of  image 
field  pairs  compensates  for  the  low  seeding  density  of  the  QNs  and  provides  sufficient  signal  to 
obtain  high  spatial  resolution.  A  flow  rate  of  4.5  nl/s  was  generated  using  a  gravity-feed  system  with  a 
reservoir  positioned  45  cm  above  the  microchannel. 
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Figure  12.  The  optical  setup:  Nikon  TE200  inverted  microscope  with  60X  oil-immersion  lens,  TSI 
CCD  camera,  and  35  mW,  405  nm  laser  diode  with  collimating  lens  for  illumination. 


3.  VELOCIMETRY  RESULTS 

3.1  Interrogation  Analysis 

Analysis  was  carried  out  using  ensemble  averaging  of  the  image  pairs.  The  average  background  was 
calculated  and  subtracted  from  each  image  before  analysis.  The  background  averaging,  subtraction 
and  subsequent  ensemble  averaging  was  carried  out  using  MatLab  software  (The  MathWorks,  Inc., 
Natick,  MA)  and  proprietary  MatLab  scripts. 

An  interrogation  window  size  of  1024x6  pixels  was  selected.  Correlation  over  1024  pixels  in  the  X 
(streamwise)  direction  maximized  the  signal-to-noise  ratio  of  the  resulting  U  (streamwise)  velocity 
vector  field.  Correlation  over  6  pixels  in  the  Y  (wall-normal)  direction  maximized  the  resolution 
between  vectors.  By  overlapping  the  interrogation  cells  by  50%,  velocity  vectors  were  obtained  at 
every  58.6  nm  in  the  wall  normal  direction. 

The  minimum  limit  of  the  analysis  software  was  brought  to  a  single  pixel  in  the  wall  normal  (Y) 
direction  by  digital  enlargement  of  the  data  set  in  the  Y  direction  only.  Image  sets  magnified  300% 
and  600%  were  processed  and  compared  to  the  unenlarged  data  set. 

3.2  Details  of  the  Fluid  Motion 

The  velocity  vectors  very  near  the  wall  (<1  micron)  were  considered  unreliable  and  are  not  shown  in 
the  figures  below.  The  seed  particles  could  be  observed  to  move  in  erratic  patterns  near  the  wall  as 
Brownian  motion  and  other  factors  caused  them  to  move  toward  the  wall,  slow  or  stop,  then  resume 
moving  with  the  stream.  The  error  in  the  smoothed 

The  resolution  of  the  unenlarged  image  has  been  improved  sixfold  through  digital  magnification  and 
subsequent  analysis.  Each  of  the  graphs  on  the  left  (Figs.  13,  15,  &  17)  are  from  raw  data.  The 
graphs  on  the  right  (Figs.  14,  16,  &  1 8)  show  the  same  data  after  interpolation  of  missing  vectors  and 
smoothing  using  a  3x3  Gausian  kernel.  Error  in  the  raw  data  is  <1 0%. 
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Figure  13.  1024x6  pixel  unsmoothed  Figure  14.  1024x  6  pixel  smoothed 


Figure  15.  1024x  3  pixel  unsmoothed  Figure  16.  1 024x  3  pixel  smoothed 
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Figure  17.  1024x  1  pixel  unsmoothed  Figure  18.  1024x  1  pixel  smoothed 


4.  DISCUSSION 

High  spatial  resolution  was  achieved  in  flows  up  to  500  pm/s  by  using  a  4  ms  pulse  from  a  diode  laser 
operating  at  X=  407  nm  to  illuminate  sub-micron  fluorescent  particles.  The  experiments  conducted 
were  solely  to  prove  the  feasibility  of  high  velocity,  high  resolution  PIV.  Experimental  elements 
were  not  optimized  and  in  many  cases  were  quite  rough.  However,  the  results  indicate  that  with  the 
use  of  QNs  of  appropriate  size  allows  high  spatial  resolution  by  minimizing  Brownian  motion  without 
impeding  the  seed  particles  ability  to  accurate  follow  the  fluid  flow. 

4.1  Potential  spatial  and  temporal  resolution 

The  potential  spatial  and  temporal  resolution  are  limited  by  the  power  of  the  laser,  the  sensitivity  of 
the  CCD,  the  optics  and  the  characteristics  of  the  seed  particles.  Spatial  resolution  can  be  improved 
by  using  optical  components  with  a  higher  resolution.  A  higher  sensitivity  CCD,  or  running  the  CCD 
at  lower  a  temperature  would  both  be  of  benefit. 

There  may  be  tradeoffs  in  making  changes  to  the  system.  Employing  a  higher  magnification 
objective  (lOOx  rather  than  60x)  may  improve  spatial  resolution  but  will  reduce  the  light  falling  on 
each  pixel  of  the  CCD.  Measuring  high-velocity  (-1000  m/s)  flows  will  require  not  only  lasers  and 
timing  schemes  capable  of  nanosecond-scale  illumination  pulses,  but  will  also  require  those  lasers  to 
deliver  high  energy  in  that  short  time  -  on  the  order  of  tens  to  hundreds  of  Watts.  The  optical 
components  (lenses,  filters,  etc.)  must  be  capable  of  withstanding  such  power. 

4.2  Potential  Dynamic  Range  using  Quantum  Nanospheres™ 

To  investigate  the  feasibility  of  making  useful  measurements  -  those  with  an  error  <1 0%  of  the  signal 
-  we  plotted  the  range  over  which  a  50  nm  diameter  QD  could  be  successfully  imaged  (Fig  19). 

The  dynamic  range  may  be  improved  by  increasing  the  number  of  seed  particles  in  each  image  and  by 
increasing  the  number  of  image  pairs.  Either  method  has  its  difficulties. 

Greater  particle  density  in  the  image  field  also  means  greater  background  noise.  The  particle  density 
was  adjusted  but  not  optimized  for  particle  density  vs.  signal-to-noise  ratio. 
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Increasing  the  number  of  images  increases  the  overall  length  of  the  experiment.  To  capture  3600 
images  required  ~40  minutes.  Changes  over  time  in  illumination  intensity  may  occur  due  to  heating, 
power  fluctuation,  etc.  Flow  variations  may  occur  due  to  blockage  of  the  flow  path,  etc.  It  may  be 
possible  to  correct  for  background  variations  over  time  by  subtracting  background  noise  of  groups  of 
adjacent  images  rather  than  subtracting  the  average  of  all  images.  However,  there  is  a  limit  to  how 
many  images  may  be  captured  while  maintaining  a  stable  system. 


For  statistically  independent  events  the  uncertainty  in  particle  displacement  decreases 


where  N  js  the  number  of  particles  contained  in  the  sample  average.  Using  a  sample  of  10  particles 
and  averaging  over  100  image  intervals,  the  velocity  dynamic  range  in  nanochannels  can  be  increased 

by  a  factor  of  ~  Vl000  -33  jn  practice  we  averaged  over  1800  intervals  for  a  calculated 
improvement  in  resolution  by  a  factor  of  42  -  ignoring  any  variations  in  system  parameters  noted  in 
the  paragraph  above. 
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Figure  19.  Instrument  Dynamic  Range  (Velocity)  for  a  50  nm  diameter  particle  given  £g  =  10%, 
and  averaging  over  10  particles  and  100  image  intervals.  The  graph  show  maximum  and 
minimum  measurable  velocities  as  function  of  time  delay,  A t..  In  practice  we  greatly  improved 
dynamic  range  by  ensemble  averaging  over  1800  image  pairs. 


Assuming  the  particle  image  is  sufficiently  resolved  by  the  CCD  array,  requiring  ~3-4  pixels  per 
image  diameter,  the  location  of  a  particle  can  be  estimated  to  within  ~l/10th  the  diameter  of  its 
diffraction-limited  image.5,  19  For  a  640  nm  image  the  uncertainty  of  its  location  is 

o  640  nm  , .  ... 

8x  « - =  64nm.  (3) 

10  v  ' 

The  error  due  to  uncertainly  in  particle  image  location  relative  to  the  displacement  Ax  is  given  by 

8x 


SSx 


\x 


(4) 


If  we  set  sSx  -  0.10  and  8x  =  64  nm ,  we  can  determine  the  minimum  distance  a  particle  must  travel 
to  obtain  an  accurate  measurement,  Axrain  =  0.64  jum .  This  places  a  limit  on  the  minimum  velocity 
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that  may  be  accurately  measured  for  a  given  time  delay.  Given  this  minimum  value  of  Ax,  we  can 
calculate  a  minimum  velocity  required  for  a  given  At. 

The  maximum  measurable  velocity  is  determined  by  the  specified  minimum  time  delay  between 
images  and  either  the  desired  in-plane  spatial  resolution  or  the  field  of  view  of  the  imaging  system, 
xFoV ,  such  that 


At 


(5) 


In  a  PIV  system  with  a  nominal  CCD  resolution  of  1024  pixels  in  the  x  direction,  6.8  pm  pixel 
spacing,  and  an  M- 60x  magnification,  the  field  of  view  is  typically  xp0v  ~  100  pm.  This  sets  the 
maximum  velocity  dynamic  range  to  approximately  70:1 .  However,  if  one  is  measuring  flow  through 
a  100  nm  channel  for  example,  particle  displacements  of  more  than  70  channel  widths  (~7  pm)  are 
unacceptable.  A  practical  limit  for  the  dynamic  range  for  measurement  in  nanochannels  is  ~  10:1. 


4.3  Application  to  Gas-Phase  PIV 

High-speed  gas  flow  through  micronozzles  can  exhibit  accelerations  of  order  70  million  g’s. 
Assuming  Stokes’  drag,  small  flow  tracing  particles  of  order  50-100  nm  are  required  to  adequately 
follow  the  flow.20  Meinhart  el  al.  demonstrated  that  reflective  Differential  Interference  Contrast 
(DIC)  microscopic  techniques  could  be  used  to  image  50  nm  glass  particles  in  air.  Unfortunately, 
DIC  can  only  be  used  with  incoherent  light  sources.  Laser  speckle  tends  to  drown  out  the  particle 
images,  thereby  limiting  the  utility  of  DIC  for  high-speed  micro-PIV  applications.  However,  the 
fluorescent  properties  of  QNs  may  be  an  ideal  flow-tracing  particle  for  gas-phase  micro-PIV,  and 
well-suited  for  laser  illumination  in  gas  flows. 

Meinhart  et  al.  showed  that  clumping  of  particles  due  to  electrostatic  forces  was  a  significant  problem 
in  gas-phase  PIV.  A  device  is  now  commercially-available  (Model  3480  Electrospray  Aerosol 
Generator ,  TSI,  St.  Paul,  MN)  that  is  capable  of  dispersing  nanometer-scale  particles  in  a  range  of  <3 
to  >100  nm  in  a  neutralized,  monodisperse  aerosol,  with  little  solvent  residue.21  The  use  of  QNs  as 
seed  particles  may  allow  high  resolution  fluorescence-based  PIV  in  high-velocity  gases  that  is  not 
possible  with  dye-based  particles  or  DIC  techniques.  High  temporal  resolution  PIV  will  require  a 
mode-locked  YAG  laser,  Titanium-Sapphire  (77-S)  laser  or  other  source  with  pulse  durations  ranging 
between  50  fs  -  1 00  ps. 

With  these  new  technology  developments,  gas-phase  micro-PIV  is  now  feasible. 


CONCLUSIONS 

We  have  demonstrated  that  high  resolution,  high  velocity  PIV  is  feasible.  A  new  type  of  micro-PIV 
particle  termed  a  Quantum  Nanosphere™  (QN)  has  been  developed  by  conjugating  quantum  dots  to 
polystyrene  beads.  The  resultant  particle  is  bright  enough  to  be  readily  imaged  using  an  non- 
intensified  CCD  camera,  and  a  low  power  (35  mw)  CW  laser  for  illumination.  QNs  have  numerous 
advantages  over  dye-based  fluorophores.  They  exhibit  significantly  less  Brownian  motion  than  a 
quantum  dot  (QD).  The  QNs  are  small  enough  to  accurately  follow  the  flow  near  the  wall  in 
microchannels  and  nanochannels.  Their  size  and  their  fluorescence  when  suspended  in  gas  may 
prove  ideal  for  gas-phase  PIV. 

Development  of  the  Quantum  Nanosphere™  enabled  high  resolution  PIV  in  a  flow  velocity  range  of 
0-500  pm/s  using  a  low  power  (35  mW)  diode  laser.  High-powered  lasers  could  be  used  to  extend 
the  range  of  velocity  measurements  by  orders  of  magnitude.  Velocity-vector  fields  were  measured 
with  a  spatial  resolution  of  1 1 7  nm  x  1 1 .7  micron  x  2  micron.  This  gives  an  interrogation  volume  of 
8  microns  cube  or  1.4  fL.  In  terms  of  physical  interrogation  volumes,  this  is  the  highest  spatial 
resolution  published  to  date. 
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